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Batch Number: FADK0820066

Sample lab-number: TOL-20-130

Test Specifications | Results | Units | Method C;’:s":\';?:l’]” Testing Site
Absence of pests.
N.M.T. 2% m/m Visual
Foreign MatterTest from plant origin Complies | NA | Inspection Pass Tikun-Olam
and other foreign TO-LAB-20
material.
Loss on Drying 9-15 14 % . Bur Pass Aminolab
2.2.32
Heavy Metals
Arsenic (As) Indicative <l ppm
Cadmium (Cd) N.M.T 0.5 <0.5 ppm
M.ercury (‘Hg) N.I\fl.T‘ 0.1 <0.1 ppm [CP-MS Aviiliisla
Nickel (Ni) Indicative <5 ppm
Lead (Pb) N.M.T 5.0 <1 ppm
Zinc (Zn) Indicative 90 ppm
Pesticides Residues Not Detected ND mg/kg GLAMS Pass Aminolab
LC\MS
Microbiology
Total Aerobic Ph. Eur
Microbial Count N.M.T 20,000 <1000 CFU/g | 2.6.12/ USP Pass
(TAMC) <61>
Total Yeasts and Ph. Eur
Molds Count N.M.T 2,000 <100 CFU/g | 2.6.12/ USP Pass
(TYMC) <61>
Ph. Eur
E.coli N.M.T 20 ND CFU/g | 2.6.13/ USP Pass
<62>
E.coli O-157 Negative ND NA | ISO 16654 Pass
Ph. Eur
Salmonella Negative ND NA | 2.6.13/ USP Pass Institute
. - o For Food
Shigella Negative ND NA | ISO 21567 Pass Microbiology
Ph. Eur
Enterobacterium Negative ND NA | 2.6.13/ USP Pass
<62>
Listeria Negative ND NA | ISO 11290-1 Pass
Staphylococcus . Ph. Eur
Negative ND NA | 2.6.13/ USP Pass
aureus 62>
Pseudomonas Fh. Bor
: Negative ND NA | 2.6.13/ USP Pass
aeruginosa <6
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Batch Number: FADK0820066 Sample lab-number: TOL-20-130
n ; : . Conclusion . :
Test Specifications Results | Units Method Pass\Fail Testing Site
Mycotoxins
Ochratoxin A Not Detected ND ppb Pass
?flatlm:; -tBl. - N.M.T 2 ND ppb HPLC Pass AR
otal-Aflatoxins .
B2. G1, G2) N.M.T 4 ND ppb Pass
All tests comply with current specification SPC-FP-FADK15.
Documentation reference:
TO-LAB-20-02
TO-LAB-21-02
COA 025578.20
COA 20-397287/001
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